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510(k) Summary of Safety and Effectiveness 

The Wako RF HA2 test is an in vitro diagnostic assay for the quantitative determination 
of rheumatoid factor activity in serum. 

Summary: 
Rheumatoid factor (RF) is contained in the serum of rheumatoid arthritis patients. 
Because of this high degree of specificity, the detection of RF by serologic test has 
proved to be useful in the clinical diagnosis and prognosis of rheumatoid arthritis. 

RF is an autoantibody of human immunoglobulin G (IgG). The most conventional 
serologic test for RF is the method dependent upon agglutination of particles (e.g., latex 
and erythrocytes) which have been sensitized with human gamma-globulin. Assays for 
RF have been improved and more quantitative RF tests have been reported (eg., 
nephelometric immunoassay and turbidimetric immunoassay). 

The turbidimetric immunoassay method (TIA) has the advantages of : ease of use, 
accurate quantitation, and it is applicable to automated analyzers. 

The Wako RF-HA(2) test is a highly specific reagent based on turbidimetric 
immunoassay. 

Principle: 
When the sample is mixed with Buffer and RF Reagent, rheumatoid factor in the sample 
combines specifically with the heat-aggregated human IgG in thereagents to yield an 
insoluble aggregate which causes increased turbidity in the solution. The degree of 
turbidity can be measured optically and is proportional to the amount of rheumatoid 
factor in the sample. 

The safety and effectiveness of the Wako RF-HA(2) assay is demonstrated by its 
substantial equivalency to the Wako Autokit RF product. Both test systems are used to 
measure rheumatoid factor in serum. In comparison studies against the predicate assay, a 
correlation coefficient of 0.9946 and a regression equation of y =1.018x - 9.91 was 
obtained. Precision studies indicate acceptable values can be obtained on a day to day 
basis. The minimum detectable level of this method is 10 IU/mL. 
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Dear Ms. Mallory: 

We have reviewed your Section 5 1 0(k) preniarket notification of intent to market the device 
referenced above aiid have determined the device is substantially equivalent (for the indications 
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate 
coinmerce prior to May 28. 1976, the enactment date of the Medical Device Amendments, or to 
devices that have been reclassified in accordance with the provisions of the Federal Food, Drug, 
aiid Cosmetic Act (Act) that do not require approval of a preinarket approval application (PMA). 
You niay, therefore, market the device, subject to the general controls provisions of the Act. The 
general controls provisions of the Act include requirements for annual registration, listing of 
devices, good manufacturing practice. labeling, and prohibitions against misbranding and 
adul terati o t i .  

If your device is classified (see above) into either class I1 (Special Controls) or class I11 (PMA), it 
may be subject to such additional controls. Existing major regulations affecting your device can 
be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA niay 
publish iiirtlier aiinounceiiients concerning your device in tlie Federal Register. 

Please be advised that FDA's issuance of a substantial equivalence determination does not iiiean 
that 1:DA has made a dctcrmination that  our device complies with other requirements of thc Act 
or an)' Federal statutcs and regulations administered by other I~cdcral agencies. You must 
cotiiplj with all the Act's requiremcnts. including, but not limited to: registration and listing (2 1 
CFR Part 807); labeling (21 CFII Part 801); good manufacturing practice requircments as set 
forth in the quality systems (QS) regulation (21 CFR Part 820); and if applicable, the electronic 
product radiation control provisions (Sections 53 1-542 of the Act); 21 CFR 1000-1 050. 
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This letter will allow you to begin marketing your device as described in your 5 10(k) prernarket 
notification. The FDA finding of substantial equivalence of your device to a legally marketed 
predicate device results in a classification for your device and thus, permits your device to 
proceed to the market. 

I f  you desire specific advice for your device on our labeling regulation (21 CFR Part 801 and 
additionally 809.10 for in vitro diagnostic devices), please contact the Office of Compliance at 
(30 1) 594-4588. Additionally, for questions on the promotion and advertising of your device, 
please contact the Office of Compliance at (301) 594-4639. Also, please note the regulation 
entitled, "Misbranding by reference to premarket notification" (2 1 CFR 807.97). Other general 
information on your responsibilities under the Act may be obtained from the Division of Small 
Manufacturers International and Consumer Assistance at its toll-free number (800) 638-204 1 or 
(30 1) 443-6597 or at its internet address "ht~p:l/~Yww.fda.gov/cdrl~dsma/dsmamain.l~tn~l". 

Sincerely yours, 

Steven I. Guttnan, M.D., M.R.A. 
I3 irec to r 
Ilivision of Clinical Laboratory Devices 
Office of Device Evaluation 
Center for Devices and 

Radiological I Icalth 
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Prescription U s c ~  / 
(Per 21 CFR 801-109) 

OR Over-The-Counter Use- 

(Optional Formal 1-2-96) 


